A pilot study on the quality control of film processing in medical radiology laboratories in Greece.
The results of a pilot study on the quality of film processing in 80 medical diagnostic radiology laboratories all over Greece are presented. The sensitometric technique for the evaluation of processing has been used to calculate film's base + fog, maximum optical density, speed and contrast, parameters which describe the performance characteristics of automatic film processors and films. The mean values of the base + fog and the maximum optical density were well within the acceptance limits. The film speed was almost constant while the film contrast showed significant variation.